
Table 1S: Results of assay validation parameters of the proposed methods for 

determination of PG and DL 

Parameters PG DL 

 
Wavelength (nm) 580nm 230nm  

Regression parameters   
 

Range 3-30μg/mL 1-35 μg/mL  

Linearity    

Intercept -0.0068 -0.0138  

Slope 0.0371 0.0207  

Correlation coefficient 0.9996 0.9997  

Accuracya    

Mean±SD 100.57 ± 1.16 100.58±1.26  

Precision (±%RSD)    

Repeatability b ±1.15 ±1.18  

Intermediate Precision ±1.0742 ±1.045  

specificity (Mean±SD)c 100.41±1.07 100.19 ± 1.043  

LODd 0.548 0.242  

LOQd 1.663 0.734  

aAccuracy was expressed as mean percentage recovery and it was performed on 6 different samples (in triplicates) each of PG and DL. 
bStandard deviation of 3 concentrations of each drug analyzed in triplicates on the same day. 
cStandard deviation of 3 concentrations of each drug analyzed in triplicates on three successive days. 
dLOD =3.3×S.D./Slope ; while LOQ =10×S.D./Slope, were calculated using the lower part of the calibration graph




